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10.  The Aerorthometer.

The Aerorthometer is described and illustrated in Appendix F.

In using the Aerorthometer, turn the screw up until the level
of the mercury in the open tube is some distance below that of the
mercury in the bulb tube; then turn the screw slowly down until
the mercury stands at the same level in both tubes; The division
at which the mercury now stands is the Aerorthometer reading.

FIG. 9.
The Gas Examiner shall, not less often than once a month,
compare the Aerorthometer reading with the reciprocal of the
Tabular Number deduced from observations of Barometer and
Thermometer, and if there is a difference of more than one-half
per cent.,the Aerorthometer is to be readjusted. If at any time
the Aerorthometer is out of order the reciprocal of the tabular
number is to be used.